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Development towards high-resolution
kHz-speed rotation-free volumetric imaging
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Abstract: X-ray multi-projection imaging (XMPI) has the potential to provide rotation-free 3D
movies of optically opaque samples. The absence of rotation enables superior imaging speed and
preserves fragile sample dynamics by avoiding the centrifugal forces introduced by conventional
rotary tomography. Here, we present our XMPI observations at the ID19 beamline (ESRF,
France) of 3D dynamics in melted aluminum with 1000 frames per second and 8 µm resolution
per projection using the full dynamical range of our detectors. Since XMPI is a method under
development, we also provide different tests for the instrumentation of up to 3000 frames per
second. As the high-brilliance of 4th generation light-sources becomes more available, XMPI is
a promising technique for current and future X-ray imaging instruments.

© 2024 Optica Publishing Group under the terms of the Optica Open Access Publishing Agreement

1. Introduction

Time-resolved X-ray imaging has been a fundamental technique for non-destructive exploration
of phenomena happening in samples opaque to visible light. The speed and performance of 2D
X-ray imaging (radiography) have constantly increased during the last century, with improving
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cameras and X-ray sources. State-of-the-art radiography can now record with MHz frame rate
speeds at high-brilliance sources such as storage rings [1,2] and X-ray free-electron lasers [3]. On
the other hand, time-resolved 3D imaging, also known as tomoscopy, has only recently reached 1
kHz at storage rings [4]. Indeed, the maximum acquisition speed for tomography is limited by the
need to rotate the sample, so it induces centrifugal forces that can alter the studied processes. For
this reason, it is today still very difficult to capture 3D phenomena in samples opaque to visible
light with under-millisecond time resolution. The investigation of many fast phenomena would
benefit from this capability, including samples of scientific and industrial interest such as fractures
in solids [5,6], shock wave propagation [7,8], fast biological processes [9,10] and fluid dynamic
studies [11]. To overcome this problem, there have been developments in the field of X-ray
Multi-Projection Imaging (XMPI), which allow for rotation-free 3D imaging [12–16]. XMPI
divides the X-ray beam into multiple beamlets to enable imaging of a sample from various angles.
The recorded sparse dataset of images is then fed into advanced reconstruction algorithms to
obtain a full 3D reconstructed image [17]. Thus, the XMPI method enables the study of dynamics
without introducing centrifugal forces that may alter the studied processes [4,18]. In this paper,
we demonstrate static and time-resolved XMPI with a frame rate of up to 3 kHz without focusing
the beam of ID19 at the European Synchrotron Radiation Facility (ESRF). XMPI was then used
for the study of fast stochastic processes in aluminum foam samples. Such samples have been
used before for 1 kHz frame-rate tomographic acquisition at synchrotron facilities [4]. Several of
the processes of interest that take place in the foam are highly sensitive to the g-forces generated
by the fast rotations needed to probe the relevant dynamics, which motivates the use of XMPI
for these studies over tomography at higher frame rates. Recently, there have been pioneering
attempts to employ XMPI with white beam using different splitting configurations at storage
rings [19,20]. Furthermore, a 1.1 MHz sampling method of XMPI was also demonstrated with
a two-beamlet configuration [21]. Here we present the first use of XMPI with a full-harmonic
beam provided by an insertion device for application in diffraction-limited storage rings. The
deployment of XMPI with a narrow energy bandwidth x-ray beam results in images carrying
quantitative information on the sample, as well as sharper images, compared to the ones acquired
when the technique is used for exploiting a broader spectrum produced by a bending magnet or
wiggler that may lead to beam-hardening effect across the different projections [19].

2. Methods

The XMPI method relies on crystal diffraction for the splitting of a primary X-ray beam into
secondary beams in order to enable simultaneous imaging of a sample from angularly spaced
viewpoints. The configuration of the XMPI setup is adaptable and can be optimized to different
facilities, with different beam energies and space availability for the setup. The ID19 ESRF
beamline was chosen for this demonstration of XMPI because its undulator source in a diffraction-
limited storage ring grants one of the highest spectral densities available for synchrotron sources,
2-3 orders of magnitude higher than beamlines based on bending magnets or wiggler sources
[22]. In general, access to a high-brilliance source benefits fast imaging due to the small exposure
time for each frame. In the case of XMPI, high-brilliance light sources are crucial, as they
enhance the available flux density (photons per second per area), which is a key parameter for our
implementation of XMPI. The concepts of the presented implementation of XMPI are introduced
in 2.1. The required methods for the optimization of the setup at the conditions of ID19 are
motivated and described in 2.2, 2.3 and 2.4.

2.1. XMPI setup

The experimental setup is composed of three main parts; the multi-projection generation, the
sample environment, and the detector system. A schematic view of the setup is depicted in Fig. 1.
The multi-projection generation is achieved with the use of crystals, which are referred to as
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“beam splitters”. Each beam splitter is mounted on motorized stage assemblies with six degrees
of freedom (three linear translations and three angles), which allows the alignment of the setup.
During alignment, each crystal is positioned in the beam path and oriented at an angle θ with
respect to the central beam to fulfill its respective Bragg or Laue condition for a specific part of
the spectrum. When the central beam interacts with an aligned beam splitter, part of the beam’s
bandwidth is diffracted, creating a secondary beam that travels at a 2θ angle with respect to the
central beam and is referred to as a “beamlet”. The portion of the beam that is neither diffracted
nor absorbed by a given beam splitter is transmitted. The arrangement of the beam splitters is
such that the beamlets intersect at a common point, offering an equal number of projections on
the sample. The setup for this work relied on three beam splitters (yet this number will increase
in future iterations of the experiment). The exact configuration was finalized after the beam
characterization (see Sec. 2.2), as it is further discussed in Sec. 2.3. The sample environment
is placed at the beamlet intersection point, allowing its simultaneous imaging from the three
generated viewpoints. Because of its design, the XMPI method can accommodate a wide variety
of sample environments. The imaging projections are detected with three indirect detectors, each
aligned perpendicular to a beamlet’s projection direction. All indirect detectors were identical
and were composed of (i) an efficient scintillator (250 µm thick GAGG+), (ii) a 90◦ mirror
which redirects the visible light to a motorized microscope configuration, (iii) a magnification
system consisting of a visible light microscope, which also focuses the light on the camera sensor,
and (iv) fast cameras optimized for kHz acquisition speed (Photron Nova S16 models). Each
microscope used the same configuration of optics, a 5X Mitutoyo Plan Apo HR Infinity Corrected
Objective, and a 1x MT-L tube lens. The described configuration provided a field-of-view of
4 × 4 mm2, with an effective pixel size of 4 µm. The spatial resolution of the detctor system was
determined through resolution measurements on vertical and horizontal features of a JIMA RT
RC-02B x-ray resolution target. The tracking of the intensity transitions along the horizontal and
vertical edge, respectively, was consistent with an error function distribution, that corresponded
to the integral of a normalized Gaussian function with full-width at half-maxima (FWHM) of
1.58 pixels and 1.72 pixels respectively. These values are equivalent to 6.30 µm (horizontal) and
6.86 µm (vertical), when taking into account the effective pixel size. In practical terms the spatial
resolution of the system is constrained by a Nyquist frequency at two times the effective pixel
size, i.e. 2 × 4µm = 8 µm.

Fig. 1. Illustration of the XMPI concept [16], as implemented at ID-19 of ESRF. The main
X-ray beam enters the experimental hall from the left-hand side, propagating to the right of
the figure. Three beam splitters are oriented in Bragg or Laue configuration (details in the
main text) to meet the Bragg diffraction condition and deflect portions of the main beam’s
bandwidth. The beam splitters are positioned so that the deflected beams intersect at one
point, where the sample is placed. The detectors are placed behind the sample, each aligned
to one of the deflected beams, to image the sample simultaneously from different directions.
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2.2. Setup alignment

XMPI is based on crystal diffraction and its configuration is inherently linked to the spectrum
and the central energy of the beamline, as it determines the arrangement of the setup. During the
experiment we used the U17.6 undulator of the ID19 beamline at the minimum gap of 11.8 mm
(λu = 17.6 mm, N=92). The on-axis central energy of the beamline (also considered the first
harmonic) was expected to be 17.96 keV on-axis with 2% bandwidth (FWHM). These values were
obtained from beamline simulations with XOP utilizing parameters of the EBS lattice [23,24].
The off-axis parts of the beam spectrum are filtered out by (i) an insertion aperture, placed 20 m
away from the undulator, (ii) a front-end diamond window (0.8 mm thick), placed roughly 27 m
from the undulator, with its primary purpose being heat load moderation and vacuum separation,
but effectively also dampening energies below 8 keV, (iii) primary power slits, placed 30 m away
from the undulator, which cut extensively the outer parts of the central cone and finally (iv)
secondary slits, placed 140 m away from the undulator, along with Be and glassy carbon windows,
which offer the last filtering. The higher harmonics are not filtered out from the spectrum, since
their orders of magnitude lower flux does not make any significant contribution in flux or heat
load in this experiment. We implemented a spectrometer to measure the exact beam spectrum
and spectrally align the crystals accordingly, i.e. set the crystals in diffraction conditions to the
high flux components of the spectrum. The spectrometer was placed as the most downstream
element of the setup to act as a monitoring tool [25]. The spectrometer was composed of a bent
C-333 crystal, an energy-dispersive element that diffracts different energies with different angles,
coupled to a 1x indirect detector PCO.edge.5.5 camera. The diffracted photons are therefore
detected in different positions (pixels) in the camera depending on their energy, which allows the
monitoring of the beam spectrum. The measurement of the beam’s central energy was carried
out by first aligning the spectrometer to diffract the most intense part of the beam spectrum and
then using a perfect crystal to gauge the angle where its diffraction condition was fulfilled. A
perfect silicon crystal with a <100> out-of-plane direction was used for this purpose and was
positioned upstream of the spectrometer. The crystal was rocked continuously in one direction
until it was oriented to satisfy the Laue diffraction from the (220) diffraction plane. The central
beam spectrum was simultaneously being monitored in the PCO.edge.5.5 camera (Fig. 2). While
the silicon crystal was far from satisfying the diffraction condition, the beam spectrum remained
unchanged (aside from uniform intensity losses due to transmission through the silicon crystal).
When the crystal was rocked in the diffraction region, a clear dip was visible in the camera,
indicating the portion of the beam that was being diffracted by the silicon crystal. The dip moved
through the beam spectrum as the crystal was rocked through the diffraction region, indicating
that the crystal was satisfying the diffraction condition for a different part of the spectrum. The
same procedure was repeated with the rocking of the crystal in the opposite direction. The two
rocking angles that satisfied the diffraction condition at the most intense part of the spectrum for
each of the rocking directions need to be symmetric and were therefore used to assess accurately
the diffraction angle for the crystal in the beam’s central energy. With this approach, the central
energy of ID19 was estimated to be 17.25 keV with the smallest undulator gap, i.e., the highest
flux available with 7/8 filling mode and 200 mA storage ring current.

2.3. Beam splitters configuration

The efficiency of the setup is directly affected by the choice of the crystals that act as the beam
splitters and the beam parameters (intensity, divergence, spectral components). We positioned
different crystals one by one upstream of the calibrated spectrometer in order to characterize
their spectral response, i.e., how much of the ID19 beam they diffract. The spectral acceptance
of the beam splitters, i.e. the bandwidth percentage that is diffracted as a beamlet, is primarily
determined by their respective Darwin width (Table 1). This can be evaluated from the rocking
of the beam splitters around their Bragg condition in the primary beam spectrum, as shown in
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Fig. 2. Left: Energy distribution of the 160 eV portion of the primary beam spectrum
that interacts with the spectrometer. The blue distribution corresponds to the spectrum
measurement when a Si-220 crystal is placed in the beam path, but it is far off the Bragg
condition. The orange curve corresponds to the measurement when the Si-220 crystal ir
oriented to fulfill the Bragg condition for Laue diffraction. Right: Distribution of the Si-220
beamlet intensity. The plot has been derived from the two distributions on the left plot.
Details on the calibration of the spectrometer can be found in [25].

Fig. 2. Each of the beam splitters is aligned to fulfill the Bragg condition for a part of the energy
bandwidth, such that the flux carried by the beamlets is as high as possible. The energy alignment
tuning of each beam splitter is therefore unique. If properly aligned this approach allows to repeat
this process for more beam splitters. Two limitations are worth mentioning: i) transmission
losses, since each beamlet interacts with the portion of the primary beam that has not been
diffracted or absorbed by upstream setup elements, and ii) geometry constraints, since the layout
is constrained by the need to ensure that the beamlets intersect at a common point. Silicon and
Germanium monocrystals were assessed to be optimal for the full-harmonic beam of ID19. The
final selection of beam splitters is summarized in Table 1, which will hereafter be referred to
using their abbreviations. Simulation of the XMPI setup yield the following expected diffraction
efficiency for the crystals: 1.92%, 0.99% and 1.10% for the Si-111, Si-220 and Ge-440 beam
splitters respectively. The percentages are estimated for the beam conditions of ID19 and are
reported with respect to the primary beam of ID-19, when no other beam splitters interact with the
beam. The crystals were provided by INFN-Ferrara. The projection angles of the beam splitters
provided 16.28◦ of angular separation between the beamlet view-points. It is worth noting that
the high spectral density of the narrow-bandwidth primary beam allows the beam splitters to
tune their acceptance within a similar energy range, thus preserving the quantitativeness of
the volumetric information. This is an improvement over other iterations of XMPI, where a
polychromatic beams were used, and the beam splitters were tuned to a wider range of energies
in order to maximize their diffracted flux, potentially resulting in beam-hardening effects on the
sample and affecting the quantitativeness of the recorded images.

2.4. Heat–load measurements

The intensify of the primary beam raises some concerns about the thermal response of the
employed beam splitters. The expected thermal response of materials scales with Z4, where
Z is the atomic number, and their thickness. The final configuration of beam splitters in the
experiment included the use of a germanium crystal (see Table 1). Ge-400 crystal was oriented
in Bragg geometry and absorbed the entire beam that was not diffracted or absorbed by the
previous elements (see Fig. 1). Given the high flux absorbed by this crystal, and its higher
atomic number compared to Si, there were concerns about the thermal dissipation of the absorbed
heat load within the crystal and we monitored its surface temperature via a thermal camera
(FLIR A7600sc). Figure 3 shows the temporal evolution of the temperature registered by the
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Table 1. Configuration of the beam splitters for XMPI at beam energy 17.25 keV.
The splitters’ enumeration (#1-#3) is the order of interaction with the beam. All
the beam splitters are mono-crystals. The listed abbreviations are used to refer

to the beam splitters in the main text. All values are calculated for the beam
conditions of the ID19 beamline. The listed expected diffraction efficiencies of

the beam splitters are estimated with respect to the primary beam intensity,
when no other beam splitters are present. The position of each element in the

setup is determined by the diffraction geometry of the elements. “atb” stands for
“along the beam-path”, while “ptb” stands for “perpendicular to the beam-path”.
The positions are mentioned with respect to the position of the first beam splitter.

Beam splitter #1 Beam splitter #2 Beam splitter #3

Material Silicon Silicon Germanium

Attenuation length 695 µm 695 µm 30 µm

Thickness 14 µm 14 µm 1 mm

Active area 70 × 50mm2 5 × 5mm2 20 × 70mm2

Out-of-plane <211> <100> <100>

Diffraction plane (111) (220) (400)

Diffraction Laue Laue Bragg

Diffraction angle 6.58◦ 10.79◦ 14.72◦

Projection angle 13.16◦ 21.58◦ 29.44◦

Darwin width 15 µrad 10 µrad 14 µrad

Expected diffraction efficiency 1.92 % 0.99 % 1.10 %

Abbreviation Si-111 Si-220 Ge-400

Splitter position (atb, ptb) (0 mm, 0 mm) (437 mm, 0 mm) (626 mm, 0 mm)

Sample position (atb, ptb) (1069 mm, 250 mm))

FLIR camera at different exposure times controlled by a shutter (ct) for various time periods.
The FLIR camera provides a thermal image as well, which reveals a spatial distribution of
temperatures on the irradiated and surrounding surfaces. The temperature rise can be estimated
from measured relative intensity ∆C of near-infrared thermal radiation using the proper value
of relative emissivity of germanium ε. Emissivity is temperature dependent and thus may vary
during the crystal heating. The value of relative emissivity ε for room temperature Ge was
measured as ε = 0.26 in [26] and for T = 1209 K, i.e. melting point of Ge, as ε = 0.55 in [27].
Since the experiment was performed at room temperature and the change of measured relative
intensity was around 2 % of the whole dynamic range, we conclude that the value of relative
emissivity coefficient ε = 0.26 reported by [26] for room temperature fits well the conditions of
the present experiment. The measured increase in the temperature of the Ge crystal (Fig. 3) is of
the order of tens of degrees and well below the melting point of Ge. No distortion is visible in
the images from the Ge-400 projection. This includes distortions due to thermal strain caused by
overheating the crystal. Therefore, we can conclude that the heat transfer from the crystal surface
to the crystal bulk, the air, and the crystal holder is effective enough to prevent the overheating
of the irradiated region. The heat dissipation measurements on Ge-400 also served as a safety
margin for any concerns on the heat dissipation in Si. Si has a lower atomic number and a
higher melting point (1683 K), while the thickness of the Si-111 and Si-220 beam splitters was
much smaller than that of Ge-400. Furthermore, we did not observe image distortions over long
exposure times on the Si-220 splitter. We assessed that there should not be any concerns on
thermal loading effects for the Si beam splitters.
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Fig. 3. Measured temperature change ∆T versus time t on the last crystal Ge-400 for
different times of opened shutter ct. The error bar is visualized as a shade. The temperature
change is far from the melting point of germanium T = 1209 K.

3. Results and discussion

An alignment sample (bamboo toothpick) was used to determine and monitor the intersection
of the Si-111, Si-220, and Ge-400 beamlets. The final configuration allowed recording up to 3
kHz with the three cameras simultaneously using the whole 12-bit dynamical range of the kHz
cameras. This corresponds to frame acquisitions every 0.3 ms, allowing the reconstruction of
sub-millisecond dynamics. Each new recording could be sustained for 7.273 s. The microscope
configuration has 8 µm spatial resolution per frame, estimated using a resolution target. The
recorded images with all three cameras can be seen in Fig. 4. The Si-111 image in Fig. 4 was
rotated by 5.81◦ to recover a misalignment error in the camera.

300 µm

Ge-400Si-111 Si-220

Fig. 4. Simultaneous frame acquisition of an alignment pin at 3000 fps speed from three
projections, coming respectively from the beam splitters Si-111, Si-220, Ge-400. The Si-111
and Si-220 beam splitters are in Laue geometry, while the Ge-400 is in Bragg. The blurring
in the Si-111 and Si-220 projections is caused by the crystal effects combined with some
warping in these thin membrane-like splitters.

The illumination of the alignment sample allowed some observations about the employed
beam splitters. The Ge-400 projection appears intense and clear and is used as a reference for
the capabilities of the setup. However, the Si-111 and Si-220 projection images appear blurry
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(Fig. 4). After dedicated testing, it was concluded that the cause of the blur in the Si-111 and
Si-220 images was the result of two factors: crystal effects and the presence of strain in the
crystals. We attribute part of the blurring in the Si-111 and Si-220 images to crystal effects
because we observe different resolutions in the plane of diffraction, compared to the perpendicular
plane. One crystal effect that is believed to contribute to the blurriness is the Borrmann triangle
[28], which is a dynamical diffraction effect. Indeed, an X-ray beam diffracted over the entire
thickness of a crystal results in a distribution of the diffraction centers over a fan-shaped profile,
which produces a blurry virtual source. An additional crystal effect believed to contribute to
the blurriness is the resolution limit of the Si-111 and Si-220 crystals, which are determined
by the crystals’ diffraction planes [29]. Finally, Laue diffraction is especially sensitive to strain
in the crystal since strained areas are illuminated differently, for example under the profile of
the fanned diffracted beam. An example of this can be seen at the top of the Si-220 projection
image, where a halo appears. The measurements were carried out with a low-strain area of the
crystal to mitigate these effects. We do not observe the same blurring in the Ge-400 images.
Further quantitative analysis is needed to evaluate the effects that introduce the blurriness and
their level of contribution. It is also important to perform pre-characterization of the crystals for
this analysis, including an accurate measurement of the crystals’ thickness, as this significantly
changes the Borrmann effects.

In the Si-220 projection, the significant strain produces a curvature in the crystal shape that
results in warping of the beam trajectories, stretching the recorded projections along this beam.
Because of this stretching and the aforementioned crystal effects, the Si-220 figure was re-scaled
over the horizontal direction by a factor of 1.17 to match the real aspect ratio of the object. The
scaling factor was derived by assuming that the metallic-foam bubbles are spherical and need to
match in size in the images recorded from the Ge-400 and Si-220 beamlets along the diffraction
plane. It was also verified that this ratio was valid for the Si-220 diffraction plane direction when
comparing to the perpendicular one. The strain was most likely introduced during fabrication
or by the clamping method. Both causes are technological in nature and they can be improved
upon with further engineering of the crystals and their holders. Regarding the Si-111 splitter, we
observe strong vibrations. The Si-111 beam splitter is indeed susceptible to vibrations due to the
fact that it is a very thin, free-standing crystal (i.e. there is no frame around the active area) with
a large active area. In future iterations, we will redesign the mounting and rethink the design of
the crystal.

To demonstrate the capabilities of XMPI at ID19, we explore the foaming of an aluminum
alloy produced by a fast and self-triggering pressure release method. The complete foaming and
solidification process of the alloy takes place in less than one second and has never been studied
before at such speeds. Rapid metal foaming and solidification not only have the advantage of
short production time but also of rapid development, as the foam structure has much less time
to coarsen. Time is one of the most important parameters, along with temperature and alloy
composition, leading to an increased number of coalescence events [30]. Long foaming times
lead to an increased number of coalescence events and, thus, to foam aging.

This process demonstrated dynamics at the order of 0.5-1 kHz, so we optimized our acquisition
system to that range. Although similar samples have been observed in 3D at kHz frame rate
during a standard metal foaming process, it was also observed that in some cases, the dynamics
of low-stabilized liquid metal foams such as the alloy studied in this work were altered in the
later foaming stage by the radial forces generated by the rotation [4]. Thus, XMPI is a promising
technique for their study without sample rotation and, therefore, without altering the dynamics
of interest. The studied sample was produced from a foamable thixocast precursor made of an
AlSi6Cu4 alloy with an added 0.8 wt% TiH2 as a blowing agent. Thixocast foamable precursors
are known for their high volume expansion and capability to form round bubbles but also for their
tendency for bubble coalescence [31]. By observing the evolution of such liquid metal foams in
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3D, we gain insight into fast phenomena during the foaming process, such as the evolution of
film thickness, i.e. the distance between bubbles, over time, the minimum film thickness, gas
interdiffusion between different bubbles, or the rupture and coalescence of bubbles orders of
magnitude faster than normal foam expansion.

The measurements were carried out with two out of the three beam splitters (Si-220 and
Ge-400) of the final XMPI configuration since the illumination from the Si-111 beam splitter was
experiencing intense drifting, making the recording unusable. The remaining view-points had an
angular separation of 7.86◦. During the measurements, the expansion of the foams occurs rapidly
due to the fast intrinsic pressure release, making it non-trivial to determine the correct time to
trigger the acquisition. The detector initially assigned for the Si-111 crystal was repurposed to
provide a visual trigger to begin the acquisition process. A laser was set to illuminate the sample
so that the visible light image captured on the camera had the same field-of-view as the X-ray
images provided by the other two cameras, i.e. it was a close representation of the expected X-ray
images. Therefore, the view from this camera was used to manually trigger the acquisition of the
two other cameras when the expanding foaming was visible in the field of view.

The 3D structure of metallic foams was reconstructed using a deep learning 3D reconstruction
approach. We applied ONIX [17], a self-supervised learning method developed to address the
ill-defined problem posed by XMPI. A continuous function [32,33] was trained that maps from
the spatial-temporal coordinates to the refractive index of the sample, depicting the structure of
the metallic foams. Given the limited volumetric data available from the two projections, we
adopted adversarial learning [34] to enforce the self-consistency between the collected projections
and the predictions generated from arbitrary viewpoints. An additional discriminator as the
one used in [35] was added to the ONIX architecture, and the networks were trained using the
adversarial loss function [34,36]. We selected a region of interest with the size of 128×128 on
both projections for the 3D reconstruction, as shown in Fig. 5. The selected areas were denoised
using total variation filters and segmented from the background before feeding into the neural
networks. The network training was performed on an NVIDIA A100 GPU with 40 GB of RAM.
We used Adam optimizer [37] with a learning rate of 10−4 and batch size of eight. After the
training, the volumetric information was obtained by extracting 1283 grids from the networks,
with the voxel size equivalent to the effective pixel size of 4 µm. The resulting 3D reconstructions
were visualized using Blender. A selection of frames from the two projections can be seen in
Fig. 5. In the shown projections, slight bubble movements are visible and the rupture of a surface
bubble can be observed, which results in a dark corrugated structure at its former position and
will be discussed later in more detail. More accurate results are visible in the reconstructed 3D
volume. It should be noted that ONIX operates as a data-driven approach. Its performance is
therefore highly dependent on the quality and quantity of the training dataset. Increasing the
number of experiments on similar samples would thus enhance greatly the performance of the
model for the reconstruction, even in such experiments with two projections.

When the distance between two adjacent bubbles, in this case of relatively equal size, falls
below a certain critical level, the film rupture leads to the coalescence of the bubbles, resulting in
a new round bubble in a time frame of 1-2 ms, as shown in Fig. 6. The volume of this new bubble
is nearly equal to the sum of the volumes of the previous bubbles, neglecting a slight expansion
due to a reduced Laplace pressure. As the bubbles involved are relatively small compared to
others and to the foam size, no significant bubbles or foam rearrangements are observed in the
surrounding area in this case. Similar behavior has been observed in the past with other alloys
with X-ray radioscopy [38]. The kinetics of coalescence are random in nature but influenced
by various parameters such as gravity or temperature [39]. To gain a more detailed insight into
this coalescence process, even faster acquisition speeds will be required. This conclusion is
consistent with the X-ray tomoscopy results for a more stable liquid metal foam alloy [40].
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Fig. 5. A selection of frames was collected with two projections of the XMPI method
during the foaming of an AlSi6Cu4 thixocast precursor. The red square marks the region of
interest for the reconstruction, while the first (T=0.000s) and last (T=0.049s) timestamps
mark the time period that was used for the reconstruction. In the interim consecutive frames
(T=0.035s, T=0.036s and T=0.037s), behaviors in the bubble movement can be monitored.
The last row shows renderings of 3D reconstructions of the selected bubbles. At t = 36 ms,
the upper left bubble burst with no significant effect on the rest of the bubbles’ position,
volume, or rearrangements in the neighborhood. 3D videos are available in Visualization 1.
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Fig. 6. Bubbles merging in the melted aluminum foam sample. The selection of frames
shows two similarly sized bubbles merging into one larger one, details marked by the red
square. This process takes a maximum of 1-2 frames, i.e. of 1-2 ms. Videos of the
radioscopic sequence are available in Visualization 2.

https://doi.org/10.6084/m9.figshare.24460942
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If the bubbles involved in a coalescence process are large relative to the foam size, as shown in
Fig. 7, the film rupture process leading to coalescence of the bubbles can be accompanied by a
coalescence avalanche [41] and a vigorous structural rearrangement of the entire foam, which
directly affects the development of foam expansion. The film rupture is again faster than 1 ms
and the coalescence of the two bubbles takes place in a few milliseconds.
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Fig. 7. Selection of frames showing bubble coalescence and rupture in the melted aluminum
foam sample. The red square marks the region of interest where a film between two relatively
large bubbles ruptures, leading to coalescence of the two bubbles involved, and also to
an avalanche of further bubble coalescence and structural rearrangements. Videos of the
radioscopic sequence are available in Visualization 2.

A new phenomenon, namely the formation of spikes on the foam surface, was observed and is
shown in a sequence in Fig. 8. When a bubble bursts near the surface, a film rupture occurs at the
outer foam skin, with molten material spurting out in less than a millisecond. The spike-like
surface protrusions form in 1-2 ms. They can be stabilized either by the solid oxide skin on
the surface or by a small solidified liquid portion, as they are not immediately retracted by the
surface tension of the liquid. This point has to be studied in more detail in the future. The
formation of such spikes could only be observed in cases where foam growth and subsequent
foam solidification are extremely rapid, as is the case here.

This experiment has underlined the potential of the technique for imaging sample dynamics
that are sensitive to centrifugal forces and also set the opportunity to discuss its limitations. The
technique generates secondary beams (beamlets) for the illumination of the sample through Bragg
diffraction. The intensity of the diffracted beam is inherently linked with the acceptance of the
crystals. Each beam-spliiter is able to diffract roughly two orders of magnitude of the full harmonic,
thus introducing a limitation to the intensity of illumination on the sample. The technique also
offers sparse volumetric information when compared with other 3D imaging techniques, such as
tomography. To overcome this limitation, we combine XMPI with dedicated deep-learning 3D
algorithms for the reconstruction of the volumetric information. The performance of the deep
learning algorithms is dependent on the quantity of the training datasets. By collecting multiple
experiments of similar samples, even with two projections, the performance of the model is
enhanced. The diversity of the training dataset can be expanded by randomly orienting or manually
shifting samples at various angles. This way, the neural networks receive more information about
the sample, contributing to improved model performance. Finally, the technique relies on an
complex setup, as it requires a large number of technical equipment with geometric constraints
on their placement, as determined by the Bragg diffraction conditions of the beam splitter.

https://doi.org/10.6084/m9.figshare.24460969
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Fig. 8. A selection of magnified frames showing the rupture of a film at the foam surface
leading to the burst of a bubble and the generation of a surface spike in the course of fast
solidification. Videos of the radioscopic sequence are available in Visualization 2.

4. Conclusions

This experiment constitutes the first implementation of XMPI at a diffraction-limited storage
ring using the full-harmonic beam provided by an insertion device. The XMPI technique,
coupled with the high spectral density and full-harmonic beam of the ID19 beamline, allowed to
successfully image sub-millisecond dynamics (3000 frames per second) with spatial resolution
of 8 µm per projection while filling the full dynamic range of the detectors. The narrow energy
bandwidth of this implementation enables the images to carry quantitative information on the
sample, as well as produce sharper images compared to a white beam. In polychromatic beams
the XMPI beam splitters select a very broad energy bandwidth which can potentially result in
beam-hardening effects on the sample and affect the quantitativeness of the recorded images.
Thus, the results presented here are a fundamental step to establish XPMI as a technique capable
of probing 4D (3D+time) phenomena in samples opaque to visible light with kHz frame-rate
speed and micrometer resolution that are sensitive to centrifugal forces.

XMPI was employed for the study of the dynamics of the aluminum foaming process at 1
kHz, avoiding centrifugal forces that alter the studied dynamics as introduced by time-resolved
tomography in such systems. From the acquired dataset, 3D movies of bubbles moving in the
melted aluminum were obtained via machine learning algorithms. The absence of centrifugal
forces was crucial to enable the observation of a novel phenomenon in aluminum foaming, namely
the formation of spikes on the foam surface. These spikes are formed by the bursting of small
bubbles near the sample surface and solidify quickly due to the colder ambient temperature and
the formation of an oxide layer. Furthermore, the rupture of small and large films separating two
bubbles and leading to their coalescence could be investigated for the first time at 1 kHz in a
liquid AlSi6Cu4 alloy foam. In agreement with other results in the literature, film rupture times
of less than 1 ms could be detected, indicating the need for even faster acquisition speed.

As a result of this implementation, we are designing a beam-splitting scheme tailored to the
beam characteristics of ID19 that will allow additional projections with increased angular spacing
between each projection to benefit the 3D reconstruction process. Furthermore, this future
implementation of the XMPI instrument will increase the spatiotemporal resolution by enhancing

https://doi.org/10.6084/m9.figshare.24460969
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the efficiency and image quality of the crystal splitters by using symmetric Bragg diffraction and
improving the crystal mounting and crystal fabrication (thickness, polishing quality and flatness).
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